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Foreword 


(This  foreword  is  not  a  part  of  American  National  Standard  N432,  Radiological  Safety  for 
the  Design  and  Construction  of  Apparatus  for  Gamma  Radiography.) 

The  subject  of  gamma  radiography  was  discussed  extensively  during  a  meeting  of 
Standards  Committee  N43  in  November  1974.  It  was  generally  agreed  that  there  was  a  need 
to  initiate  two  projects  in  this  area.  One  would  be  concerned  with  design  of  equipment  and 
the  other  would  consider  the  operation  of  equipment,  including  training  and  administrative 
responsibility. 

Work  on  the  equipment  standard  began  in  1975,  with  a  draft  ISO  specification  on 
apparatus  for  gamma  radiography  serving  as  a  reference  document.  By  December  1976,  the 
subcommittee  had  produced  a  draft  standard  for  comment  and  discussion.  The  work  was 
accelerated  when  the  Nuclear  Regulatory  Commission  published  an  advance  notice  of 
proposed  rulemaking  in  March  1978  relating  to  safety  design  requirements  for  radiographic 
exposure  devices.  A  final  draft  standard  was  mailed  to  members  of  the  subcommittee  in 
September  1978,  along  with  a  ballot  that  resulted  in  a  consensus  of  approval. 

Suggestions  for  improvement  of  this  standard  will  be  welcome.  They  should  be  sent  to 
the  American  National  Standards  Institute,  1430  Broadway,  New  York,  NY  10018. 
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Abstract 


This  standard  applies  to  the  design  and  construction  of  apparatus  used  for  industrial 
gamma  radiography  which  employs  radioactive  material  as  the  energy  source.  It  establishes 
the  criteria  to  be  used  in  the  proper  design  and  construction  of  the  various  components  to 
ensure  a  high  degree  of  radiation  safety  at  all  times.  This  includes  the  classification  and 
labeling  criteria  for  the  exposure  device;  and  factors  which  should  be  considered  in  the 
design  and  construction  of  exposure  devices,  controls,  and  source  assemblies.  The  testing  pro¬ 
cedures  and  equipment  for  the  various  classifications  of  the  exposure  devices  and  source 
assemblies  are  detailed. 

Key  words:  Classification  criteria;  gamma  radiography;  national  standard;  performance 
tests;  radiation  source;  safety  standard. 


American  National  Standard 

Radiological  Safety  for  the  Design 
and  Construction  of  Apparatus  for  Gamma  Radiography 


1.  Scope 

This  standard  provides  guidance  for  persons 
responsible  for  the  design  and  construction  of 
apparatus  for  industrial  gamma  radiography 
using  radioactive  materials  as  the  energy  source. 
It  covers  criteria  for  the  design  of  new  devices 
and  for  qualifying  prototypes  to  performance 
standards. 

2.  Definitions 

The  definitions  and  terms  contained  in  this 
standard,  or  in  other  American  National 
Standards  referred  to  in  this  document,  are  not 
intended  to  embrace  all  legitimate  meanings  of 
the  terms.  They  are  applicable  only  to  the 
subject  treated  in  this  standard. 

Capacity.  The  maximum  activity  in  curies 
(becquerels)  specified  for  a  given  radionuclide 
that  may  be  contained  in  an  exposure  device. 

Collimator.  A  device  used  to  limit  the  size, 
shape,  and  direction  of  the  primary  radiation 
beam. 

Control.  A  mechanism  attached  to  an  expo¬ 
sure  device  that,  upon  actuation,  causes  the 
source  to  be  exposed  or  retracted.  Controls 
may  be  operated  either  manually  or  by  a 
suitable  source  of  power. 

Exposure  Device.  A  shield  in  the  form  of  a 
package  designed  to  contain  and  allow  the 
controlled  use  of  one  or  more  sources  for  the 
purpose  of  making  radiographic  exposures. 

Exposure  Head.  A  device  which  locates  the 
sealed  source  at  the  desired  focal  position.  It 
may  be  a  separable  unit  or  an  integral  part  of 
a  source  guide  tube. 

Gamma  Radiography  System.  All 
components  necessary  to  make  radiographic 
exposures,  including  the  exposure  device, 
source  assembly,  control,  and  other 
components  associated  with  positioning  the 


source  such  as  source  guide  tubes,  exposure 
head,  and  collimators,  if  used. 

Prototype.  The  initial  manufactured  unit 
conforming  in  all  vital  characteristics  to  units 
manufactured  subsequently. 

Sealed  Source.  Radioactive  material 
packaged  in  one  or  more  capsules  sealed  to 
prevent  escape  of  the  radioactive  material. 
The  capsule  or  capsules  are  essentially 
transparent  to  the  desired  radiation. 

Source  Guide  Tube  (Conduit).  A  flexible  or 
rigid  tube  for  guiding  the  sealed  source  from 
the  exposure  device  to  the  exposure  head. 

Source  Assembly.  A  component  to  which  the 
sealed  source  is  affixed  or  in  which  the  sealed 
source  is  contained.  The  source  assembly 
includes  the  sealed  source. 

3.  Classification 

For  the  purposes  of  this  standard,  apparatus 
for  gamma  radiography  is  classified  according  to 
handling  and  operational  characteristics. 

3.1  Handling  Characteristics  of  Exposure 
Devices 

Exposure  devices  are  classified  to  one  of  three 
categories  according  to  their  handling  character¬ 
istics: 

3.1.1  Class  P:  Portable  Exposure 
Device.  This  is  a  device  which  is  designed  to  be 
carried  by  one  person. 

3.1.2  Class  M:  Mobile  Exposure 
Device.  This  is  a  device  which  is  designed  to  be 
moved  by  a  suitable  means  provided  for  the 
purpose,  but  is  not  portable. 

3.1.3  Class  F:  Fixed  Exposure 
Device.  This  is  a  device  which  is  designed  to  be 
installed  in  a  fixed  location  or  with  mobility 
restricted  to  a  particular  working  area. 


3.2  Operational  Characteristics  of  Exposure 
Devices 

Exposure  devices  are  classified  to  one  of  two 
categories  according  to  their  operational  charac¬ 
teristics. 

3.2.1  Type  1  Exposure  Device.  This  is  a 
device  which  allows  the  source  to  move  out  of 
the  device  to  an  essentially  unshielded  position. 
This  type  of  exposure  device  requires  the  use  of 
a  remote  control  and  an  exposure  head,  and  may 
use  source  guide  tubes. 

3.2.2  Type  2  Exposure  Device.  This  is  a 
device  which  does  not  allow  the  source  to  be  re¬ 
moved  from  the  device,  but  exposes  the  source 
by  opening  a  shutter  or  moving  the  source  to  an 
exposed  position  within  the  device,  allowing  a 
limited  beam  to  emerge. 

3.3  Operational  Characteristics  of  Controls 

Controls  are  classified  to  one  of  two  categories 
according  to  their  operational  characteristics. 

3.3.1  Type  R:  Remote  Control.  This  is  a 
control  which  allows  actuation  of  the  source 
assembly  from  a  position  remote  from  the  expo¬ 
sure  device.  This  type  of  control  may  be  used  on 
either  Type  1  or  Type  2  exposure  devices. 

3.3.2  Type  L:  Local  Control.  This  is  a 
control  which  allows  actuation  of  the  source 
assembly  at  the  location  of  the  exposure  device. 
This  type  of  control  may  be  used  only  on  Type  2 
exposure  devices. 

4.  Marking  and  Identification 

4.1  Exposure  devices  shall  be  marked  with  the 
basic  ionizing  radiation  symbol,  complying  with 
ANSI  N2.1-1969  and  10CFR20.203.  The  trefoil 
symbol  shall  be  magenta  on  yellow  background 
and  not  less  than  25  mm  in  diameter.  The  expo¬ 
sure  device  shall  also  bear  the  words  “Caution 
Radioactive  Material”  in  letters  not  less  than  10 
mm  in  height.  The  trefoil  symbol  and  this 
lettering  shall  be  embossed,  etched,  engraved,  or 
otherwise  impressed  upon  the  surface  so  that  it 
remains  legible  should  the  paint  or  coloring  be 
removed. 

4.2  The  marking  of  the  device  shall  also  show 
the  manufacturer’s  name,  model  number,  serial 


number,  the  rated  capacity  in  curies 
(becquerels),  and  radionuclide.  If  uranium  is 
employed  as  shielding,  the  device  shall  be  so 
marked  and  the  mass  of  the  uranium  shown. 
Exposure  devices  shall  be  marked  with  the  mass 
of  the  device  without  removable  accessories. 
Provision  shall  be  made  for  the  attachment  of  a 
plate  bearing  the  following  information: 

A)  Chemical  symbol  and  mass  number  of 
the  radionuclide 

B)  Activity  and  the  date  on  which  this 
activity  was  measured 

C)  Model  number  and  serial  number  of  the 
sealed  source 

D)  Manufacturer  of  sealed  source 

5.  Design  and  Construction  of 
Exposure  Devices 

An  exposure  device  shall  be  designed  and 
constructed  to  conform  to  the  requirements 
below  for  its  class  and  type.  The  general  require¬ 
ments  apply  to  all  classes  and  types. 

5.1  General  Requirements 

5.1.1  Design  Considerations.  Exposure 
devices  shall  be  designed  with  due  regard  for  the 
conditions  which  may  be  encountered  during 
use,  such  as: 

a.  The  durability  and  resistance  to 
corrosion  of  components  and  their  surface 
finishes,  particularly  where  the  functioning  of 
controls  or  moving  parts  may  be  affected. 

b.  The  need  to  minimize  entry  of  water, 
mud,  sand,  or  other  foreign  matter  into  the 
controls  or  moving  parts. 

c.  The  ease  with  which  the  apparatus  may 
be  safely  cleaned. 

d.  The  effects  of  temperatures  that  may  be 
encountered  in  use. 

e.  The  possibly  damaging  effects  of 
radiation  on  any  materials  in  close  proximity  to 
the  sealed  source. 

f.  The  provision  of  appropriate  accessories 
designed  for  the  secure  mounting  of  the  expo¬ 
sure  device  or  exposure  head  in  different 
conditions  of  use. 

g.  The  security  of  any  fasteners  whose 
loosening  or  loss  could  cause  hazards. 

5 . 1 . 1 . 1  When  depleted  uranium  is  used  as  the 
shielding  material  of  an  exposure  device,  it  shall 
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be  clad  or  encased  with  a  material  of  sufficient 
thickness  to  prevent  abrasion  of  the  uranium 
and  contain  any  products  of  corrosion  of  the 
uranium.  If  the  cladding  is  liable  to  react  with 
the  depleted  uranium  at  elevated  temperatures, 
then  the  uranium  shall  be  given  a  suitable 
surface  treatment  to  inhibit  this  effect. 

5.1.2  Locks 

5. 1.2.1  The  exposure  device  shall  have  a 
lock  which  is  not  easily  removable  by  unautho¬ 
rized  personnel. 

5. 1.2. 2  When  the  exposure  device  is  locked, 
it  shall  not  be  possible  to  remove  the  source 
assembly  from  the  exposure  device  or  to  move 
the  shielding  so  as  to  expose  the  sealed  source. 

5.1. 2. 3  It  shall  not  be  possible  to  unlock 
the  exposure  device  with  an  easily  available 
substitute  for  the  key. 

5. 1.2.4  It  shall  not  be  possible  to  operate 
the  lock  unless  the  source  assembly  is  in  the 
fully  shielded  position. 

5. 1.2.5  It  shall  not  be  possible  to  remove 
the  source  assembly  through  the  back  of  the  ex¬ 
posure  device  even  when  the  exposure  device  is 
unlocked. 

5.1.3  Connections.  The  exposure  device 
shall  be  equipped  with  means  for  secure 
attachment  of  the  control  and  source  guide  tube. 
If  the  connections  for  the  control  and  guide  tube 
are  similar,  erroneous  interchange  shall  not 
result  in  exposure  of  the  sealed  source. 

5.1.4  Tests.  A  prototype  exposure  device 
shall  be  subjected  to  the  test  conditions  applica¬ 
ble  to  its  class  as  delineated  in  table  5.1. 


Table  5.1 


Section 

Test 

P 

M 

F 

8.1 

Shielding  Efficiency 

X 

X 

X 

8.2 

Horizontal  Shock 

X 

8.3 

Vertical  Shock 

X 

X 

8.4 

Accidental  Drop 

X 

X 

8.9 

Endurance 

X 

X 

X 

5.2  Additional  Requirement  for  Class  P 
Exposure  Devices 

Class  P  exposure  devices  shall  be  equipped 
with  a  handle  or  handles  which  permit  carrying 


by  hand.  Handles  shall  be  of  such  construction 
and  secured  to  the  device  in  such  a  manner  that 
failure  and  dropping  of  the  container  is 
prevented.  Handles  or  other  attachment  points 
shall  be  suitable  for  hoisting. 

5.3  Additional  Requirements  for  Class  M 
Exposure  Devices 

Class  M  exposure  devices  shall  incorporate,  or 
be  adaptable  to,  a  means  for  mobility,  such  as 
wheels,  and  shall  be  fitted  with  an 
immobilization  device.  Mobile  devices  shall  also 
be  equipped  with  a  means  for  hoisting. 


6.  Design  and  Construction  of  Controls 

A  control  shall  be  designed  and  constructed  to 
conform  to  the  requirements  below  for  its  class. 
The  general  requirements  apply  to  all  classes. 

6.1  General  Requirements 

6.1.1  Controls  shall  be  designed  such  that 
they  cannot  be  removed  unless  the  source 
assembly  is  in  the  stored  position  OR  removal  of 
the  control  shall  cause  the  source  assembly  to 
return  to  the  stored  position. 

6.1.2  Controls  shall  be  clearly  marked  to 
indicate  the  direction  of  control  movement  to 
expose  or  retract  the  source. 

6.1.3  Controls  using  a  drive  cable  shall  have 
a  stop  on  the  cable  to  prevent  loss  of  control  and 
disengagement  of  the  cable  from  the  drive.  If  the 
control  incorporates  a  device  to  indicate  drive 
cable  travel  distance,  there  shall  be  means  of 
adjusting  the  “zero”  position. 

6.1.4  The  control  shall  not  allow  exposure  of 
the  source  if  the  control  is  not  properly 
connected  to  the  source  assembly  and  exposure 
device. 

6.1.5  Controls  operating  with  liquid,  gas,  or 
vacuum  shall  incorporate  means  of  determining 
system  leaks  and  severance. 

6.1.6  A  prototype  control  shall  be  subjected 
to  the  test  conditions  applicable  to  its  class  as 
delineated  in  table  6.1. 
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Table  6.1 


8.1  Shielding  Efficiency  Test 


Section 

Test 

R 

L 

8.5 

Kinking 

X 

8.6 

Crushing 

X 

8.7 

Tensile 

X 

8.9 

Endurance 

X 

X 

6.2  Additional  Requirement  for  Local  Controls 

Local  controls  shall  be  designed  such  that  an 
operator  can  operate  the  control  and  remain 
outside  the  emergent  beam  of  radiation. 


7.  Design  and  Construction  of  Source 
Assemblies 


Source  assemblies  shall  be  designed  and 
constructed  to  conform  to  the  requirements 
listed  below. 

7.1  The  source  capsule  shall  be  designed  and 
tested  to  the  applicable  requirements  of  ANSI 
N542,  Sealed  Radioactive  Sources,  Classification. 

7.2  The  attachment  of  the  source  capsule  to  the 
source  assembly  and  the  attachments  of  the 
source  connector  and  stop  ball  to  the  source 
assembly  (if  applicable)  shall  be  designed  to  with¬ 
stand  a  tensile  load  of  890  N. 

7.3  Prototypes  of  source  assemblies  shall  be 
subjected  to  the  test  conditions  as  delineated  in 
table  7.1. 


Table  7.1 


Section 

Test 

OO 

oo 

Tensile 

8.9 

Endurance 

8.  Tests 


8.1.1  General.  The  shielding  efficiency  test 
requires  demonstration  that  the  exposure 
device,  when  containing  a  source  with  activity 
equal  to  the  maximum  rated  capacity  of  the 
device,  does  not  produce  radiation  levels  in 
excess  of  the  values  of  table  8.1.  The  shielding 
efficiency  test  is  to  be  performed  with  the  source 
locked  in  the  stored  position  within  the  device. 


8.1.2  Procedure.  Remove  all  accessories 
and  perform  the  test  on  the  exposure  device 
with  the  source  locked  in  the  stored  position  and 
with  storage  plugs  or  caps  installed  if  such 
closures  are  utilized. 

With  an  appropriate  radionuclide  source  of 
known  activity  (see  Notes)  examine  the  entire 
surface  of  the  container  to  determine  that  the 
maximum  radiation  levels  given  in  table  8.1  are 
not  exceeded  in  any  direction. 

The  measurement  of  an  exposure  rate  at  50 
mm  from  the  surface  shall  be  averaged  over  an 
area  of  10  cm"  with  no  linear  dimension  greater 
than  5  cm. 

The  measurement  of  an  exposure  rate  at  1  m 
from  the  surface  shall  be  averaged  over  an  area 
of  100  cm"  with  no  linear  dimension  greater 
than  20  cm. 

In  the  case  of  a  Class  F  exposure  device,  the 
exposure  rates  in  any  position  inaccessible  to 
parts  of  the  operator’s  body  need  not  be 
measured. 


Note  1  The  activity  of  the  source  shall  be 
determined  by  measuring  its  output  at  1  m  and 
expressing  its  activity  in  curies  (becquerels) 
derived  from  the  following  values: 


192Iridium:  0.48  R/h-Ci  @lm 
60Cobalt:  1 .30  R/h-Ci  @  1  m 

l37Cesium:  0.32  R/h-Ci  @  1  m 
226Radium:  0.82  R/h-Ci  @  1  m 


(0.93  aA/kg-Bq  @lm) 
(2.52  aA/kg-Bq  @  1  m) 
(0.62  aA/kg-Bq  @lm) 
(1.60  aA/kg-Bq  @lm) 


For  other  radionuclides,  the  value  determined 
by  a  qualified  organization  should  be  used. 


Exposure  devices,  controls,  and  source 
assemblies  shall  be  subjected  to  the  applicable 
tests  as  required  in  tables  5.1  and  6.1,  and  in 
section  7.3. 


Note  2  The  activity  of  the  source  used  in  the 
test  shall  be  chosen  such  that  a  valid  extrapola¬ 
tion  can  be  made.  The  extrapolation  should  not 
exceed  a  factor  of  10. 
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Table  8.1.  Maximum  Exposure  Rate 


Class 

At  surface 

50  mm  from 
surface 

1  m  from 
surface 

P 

200  mR/h 
(14.3  nA/kg) 

or 

50  mR/h 
(3.6  nA/kg) 

2  mR/h 
(0.1  nA/kg) 

M 

200  mR/h 
(14.3  nA/kg) 

or 

100  mR/h 
(7.2  nA/kg) 

5  mR/h 
(0.4  nA/kg) 

F 

200  mR/h 
(14.3  nA/kg) 

or 

100  mR/h 
(7.2  nA/kg) 

10  mR/h 
(0.7  nA/kg) 

8.2  Horizontal  Shock  Test 

8.2.1  General.  The  horizontal  shock  test 
requires  demonstration  that  the  exposure  device 
will  withstand  the  horizontal  impacts  it  is  likely 
to  experience  during  use.  The  exposure  device 
and  integral  safety  features  shall  remain  opera¬ 
tional  after  the  test  and  shall  experience  no  loss 
of  shielding  integrity. 


8.2.2  Equipment.  The  target  shall  consist  of 
the  flat  vertical  face  of  a  50  mm  diameter  steel 
bar,  300  mm  long,  lying  horizontally,  which  is 
fixed  or  welded  to  a  rigid  mass  at  least  10  times 
the  mass  of  the  exposure  device. 

The  suspension  device  shall  not  cause 
undesirable  rotation  of  the  container  around  a 
vertical  axis  when  it  is  suspended. 


8.2.3  Procedure.  Remove  all  accessories 
and  perform  the  test  on  the  exposure  device 
with  the  source  assembly  locked  in  the  stored 
position  and  with  storage  plugs  or  caps  installed 
if  such  closures  are  utilized. 

Select  the  fragile  areas  on  the  exposure 
device.  Suspend  the  exposure  device  from  fixed 
points  so  placed  that,  when  at  rest,  one  of  the 
fragile  areas  just  touches  the  target. 

Move  the  exposure  device  from  its  resting 
position  until  the  altitude  of  its  center  of  gravity 
increases  by  100  mm,  then  let  it  swing  in  a 
pendulum  movement  against  the  target. 

Repeat  these  shocks  20  times  on  each  of  the 
areas  of  the  device  regarded  as  fragile. 


Figure  8.1  Horizontal  shock  test 


8.3  Vertical  Shock  Tests 

8.3.1  General.  The  vertical  shock  tests 
require  demonstration  that  the  exposure  device 
will  withstand  the  vertical  impacts  it  is  likely  to 
experience  during  use.  Class  P  exposure  devices 
shall  be  subjected  to  the  tests  of  section  8.3.2. 
Class  M  exposure  devices  shall  be  subjected  to 
the  tests  of  section  8.3.3. 

The  exposure  device  and  integral  safety 
features  shall  l'emain  operational  after  the  test 
and  the  device  shall  experience  no  loss  of 
shielding  integrity. 

The  tests  shall  be  performed  on  the  exposure 
device  with  all  accessories  removed,  with  the 
source  assembly  locked  in  the  stored  position 
and  with  storage  plugs  or  caps  installed  if  such 
closures  are  utilized. 

8.3.2  Vertical  Shock  Test  for  Class  P  Devices 

8.3.2. 1  Equipment.  The  rigid  target  (for 
example  steel,  concrete,  or  solid  timber)  shall 
have  a  mass  at  least  10  times  that  of  the  expo¬ 
sure  device  and  a  flat  horizontal  surface  covered 
with  a  sheet  of  7  or  9  ply  (25  mm  thick)  fir 
plywood  or  equivalent. 

8.3. 2. 2  Procedure.  From  its  normal 
carrying  position,  let  the  exposure  device  fall 
100  times  from  a  height  of  150  mm  onto  the  rigid 
target. 

The  test  may  be  carried  out  either  manually 
or  with  the  aid  of  a  suitable  mechanical  device. 
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Figure  8.2  Vertical  shock  test  (Class  P) 


8.3.3  Vertical  Shock  Test  for  Class  M  Devices 

8.3.3. 1  Equipment.  The  step  shall  have  a 
height  of  150  mm  with  a  rigid  edge  such  that  it 
will  not  be  distorted  during  the  test. 

8.3.3.2  Procedure.  Allow  the  exposure 
device,  on  its  trolley  or  other  equipment 
provided  for  mobility,  moving  at  a  speed  of  at 
least  1  m/s,  to  drop  freely  down  the  step. 

Repeat  the  test  100  times. 


Figure  8.3  Vertical  shock  test  (Class  M) 


8.4  Accidental  Drop  Tests 

8.4.1  General.  The  accidental  drop  tests 
require  demonstration  that  the  exposure  device 
will  withstand  hypothetical  accident  conditions 
without  exposing  the  source.  The  exposure 
device  does  not  need  to  be  operational  after  the 
tests. 

At  the  conclusion  of  each  drop  test,  the 
shielding  efficiency  shall  be  sufficient  to 
maintain  the  external  radiation  exposure  rate  at 
not  more  than  1000  mR/h  (72  nA/kg)  at  1  m 
from  the  external  surface  of  the  exposure  device 
when  containing  a  source  with  an  activity  equal 
to  the  maximum  rated  capacity  of  the  device, 
and  the  integrity  of  the  sealed  source  shall  be 
maintained. 


The  tests  shall  be  performed  on  the  exposure 
device  with  all  accessories  removed,  with  the 
source  assembly  locked  in  the  stored  position 
and  with  storage  plugs  or  caps  installed  if  such 
closures  are  utilized.  (This  test  may  be 
performed  using  a  source  assembly  which  does 
not  contain  radioactive  material.) 

8.4.2  Equipment.  For  Drop  1,  the  target 
shall  consist  of  a  flat  horizontal  surface  of  such 
character  that  any  increase  in  its  resistance  to 
displacement  or  deformation  upon  impact  by  the 
container  would  not  significantly  increase  the 
damage  to  the  container. 

One  example  of  a  target  of  this  type  is  a  steel 
plate  on  the  upper  surface  of  a  block  of  concrete 
of  mass  at  least  10  times  that  of  any  specimen  to 
be  dropped  onto  it.  The  block  should  be  set  on 
firm  soil  and  the  steel  plate  on  its  upper  surface 
should  be  at  least  12.5  mm  thick. 

For  Drop  2,  the  target  shall  consist  of  the 
upper  end  of  a  solid  mild  steel  bar  of  circular 
cross  section,  150  mm  ±5  mm  in  diameter  with 
edges  rounded  to  a  radius  of  not  more  than  6 
mm.  The  target  shall  be  at  least  200  mm  long 
and  of  sufficient  length  to  cause  maximum 
damage.  The  target  shall  be  rigidly  mounted  on 
the  target  for  Drop  1,  and  its  axis  shall  be  per¬ 
pendicular  to  the  Drop  1  target  plane. 

8.4.3  Procedure — Drop  1.  Allow  the  expo¬ 
sure  device  to  free-fall  onto  the  target  in  such  an 
attitude  as  to  suffer  the  maximum  damage. 

The  height  of  fall  measured  from  the  lowest 
point  of  the  exposure  device  to  the  upper  surface 
of  the  target  shall  be  9  m. 

8.4.4  Procedure —  Drop  2.  Allow  the  expo¬ 
sure  device  to  free-fall  onto  the  target  in  such  an 
attitude  as  to  suffer  the  maximum  damage. 

The  height  of  fall  measured  from  the  intended 
point  of  impact  of  the  exposure  device  to  the 
upper  surface  of  the  target  shall  be  1  m. 

8.5  Kinking  Test 

8.5.1  General.  The  kinking  test  requires 
demonstration  that  the  control  cable  will  with¬ 
stand  conditions  it  is  likely  to  experience  during 
use.  The  control  cable  shall  remain  operational 
after  the  test. 

8.5.2  Procedure.  Arrange  the  remote 
control  cable  and  sheath(s)  rectilinearly  on  a 
plane  horizontal  surface.  Secure  one  end  of  the 
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sheath(s)  so  that  it  does  not  move  in  any  way 
during  the  test.  With  the  sheath  make  a  loop 
500  mm  in  radius  on  the  horizontal  surface.  Pull 
the  free  end  of  the  sheath(s),  without  allowing  it 
to  rotate,  along  the  axis  of  its  original  line  at  a 
speed  of  2.0  m/s  until  the  loop  has  disappeared 
and  until  the  sheath(s)  has  regained  its 
rectilinear  position. 

Repeat  this  test  10  times  at  each  of  10 
equidistant  points  over  the  length  of  the  sheath 
or  sheaths  tested,  each  point  being  the  origin  of 
the  loop. 


THIS  ENO  SECURED 


2  m/S 


1 


1000  mm 


8.6  Crushing  Test 

8.6.1  General.  The  crushing  test  requires 
demonstration  that  the  control  unit  will  remain 
operational  after  being  impacted  by  the  heel  of  a 
walking  man. 

8.6.2  Equipment.  The  plane  horizontal  test 
surface  shall  be  of  mass  150  kg  and  sufficiently 
hard  not  to  be  deformed  by  the  steel  punch 
applied  without  the  presence  of  the  object  to  be 
tested. 

The  steel  punch,  called  a  heel,  shall  be  of  mass 
15  kg  divided  equally  between  the  heel  and  the 
arm,  with  the  arm  having  a  uniform  cross 
section  as  shown  in  figure  8.5  adequately  rigid 
for  the  test,  with  the  crank  axle  horizontal. 

8.6.3  Procedure.  Place  the  heel  at  a  point 
on  the  sheath.  By  lifting  the  punch,  raise  the 
bottom  of  the  heel  300  mm.  Drop  the  punch  in  a 
free-swinging  movement.  Repeat  this  test  10 
times  on  randomly  selected  points  of  the  sheath, 
one  of  which  shall  be  made  at  a  joint  if  there  is 
one. 


Figure  8.4  Kinking  test 

Dimensions  in  millimetres 
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8.7  Tensile  Test  for  Controls 

8.7.1  General.  The  tensile  test  requires  dem¬ 
onstration  that  the  control  will  remain  opera¬ 
tional  after  experiencing  tensile  loads  likely  to 
be  applied  during  use. 

8.7.2  Procedure.  Attach  the  remote  control 
to  the  exposure  device  and  secure  the  exposure 
device  so  that  it  does  not  move  during  the  test. 
To  the  final  position  of  the  remote  control  apply 
a  tensile  load  of  500  N  for  30  s.  Repeat  this  test 
10  times. 

Secure  the  remote  control  so  that  it  does  not 
move  during  the  test.  Lock  the  control  lever,  for 
example  the  crank,  in  relation  to  the 
mechanism.  Apply  a  force  of  1000  N  for  10  s  to 
the  end  portion  of  the  remote  control  cable 
which  links  with  the  source  assembly.  Repeat 
this  test  10  times. 

8.8  Tensile  Test  for  Source  Assemblies 

8.8.1  General.  The  tensile  test  requires  dem¬ 
onstration  that  the  source  assembly  will 
maintain  its  integrity  after  experiencing  tensile 
loads  likely  to  be  applied  during  use. 

8.8.2  Procedure.  Apply  a  tensile  load  of  890 
N  for  30  s  to  each  of  the  following  attachments 
(if  applicable). 

Sealed  Source  to  Source  Assembly 

Stop  Ball  to  Source  Assembly 

Source  Assembly  Connector  to  Source  Assembly 

Connect  the  drive  cable  to  the  source  assembly. 
Secure  the  source  capsule  and  apply  a  tensile 
load  of  890  N  to  the  drive  cable  for  30  s. 

8.9  Endurance  Test 

8.9.1  General.  The  endurance  test  requires 
demonstration  that  the  gamma  radiography 


system  will  remain  operational  after  20,000 
cycles. 

8.9.2  Equipment.  A  device  shall  be  used  for 
automatically  actuating  the  apparatus, 
according  to  the  manufacturer’s  instructions: 

(a)  by  moving  any  manually  operated  lever 
on  the  apparatus  from  one  extreme  position  to 
the  other  in  1  s. 

(b)  by  rotating  any  manually  operated 
crankshaft  at  a  speed  of  1  r/s  minimum. 

(c)  when  no  overload  clutch  is  built  into  the 
apparatus,  by  exerting  a  torque  of  500L  N-m  in¬ 
stantaneously  to  the  lever  or  crankshaft  at  both 
extremities  of  its  normal  movement,  where  L  is 
the  length,  in  meters,  of  the  lever  or  crankshaft; 
or  when  an  overload  clutch  is  built  into  the 
apparatus,  by  exerting  a  torque,  equivalent  to 
the  highest  transmissible  to  the  apparatus  by 
the  built-in  clutch,  instantaneously  to  the  lever 
or  crankshaft  at  both  extremities  of  its  normal 
movement.  During  this  test,  the  overload  clutch 
is  suitably  locked  in  the  engaged  position. 

8.9.3  Procedure.  Connect  the  automatic 
testing  device  to  the  fully  equipped  system. 

Check  that  the  movement  speeds  and 
instantaneous  extremity  torques  are  adjusted. 

Place  the  exposure  container  in  such  a  way 
that  any  remote  control  cable  fitted  with  its 
source  holder  is  approximately  in  a  straight  line. 

Fit  the  source  guide  tube  of  the  largest 
diameter  and  maximum  length  specified  by  the 
manufacturer  of  the  apparatus  and  attach  the 
exposure  head.  Place  this  casing  in  a  horizontal 
line. 

Perform  20,000  operation  cycles  of  the  gamma 
radiography  system. 

At  the  conclusion  of  this  test,  perform  the 
tensile  test  of  section  8.8  on  the  source  assembly 
and  drive  cable  used  for  the  endurance  test. 
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Appendix  A 

Product  Assurance 

(This  appendix  is  not  a  part  of  N432,  Radiological  Safety  for  the  Design  and  Construction  of 
Apparatus  for  Gamma  Radiography.) 

Al.  General 

A  Product  Assurance  program  is  essential  in  both  the  design  and  manufacture  of 
radioisotope  exposure  devices.  Each  manufacturer  of  such  devices  should  develop  a  Quality 
program  appropriate  to  the  complexity  and  quantity  of  devices  being  designed  and  manufac¬ 
tured.  A  recommended  basic  program  follows. 

A2.  Design  Control 

A2.1  The  designated  Quality  Assurance  Group  should  provide  to  a  designer  those  various 
regulations,  standards,  etc.,  that  the  proposed  design  must  meet.  This  may  be  done  in  the 
form  of  lists  or  charts,  which  provide  the  designer  guidelines  from  which  to  develop  the 
device  in  accordance  with  regulatory  and  standards  requirements. 

A2.2  Prior  to  prototype  manufacture,  the  designated  Quality  Assurance  Group  should 
review  preliminary  working  drawings  and  proposed  production  specifications,  including 
material  specifications,  to  assure  that  the  requirements  of  pertinent  regulations,  standards, 
etc.,  have  been  incorporated  in  the  design.  This  review  should  be  recorded  as  a  design  verifi¬ 
cation  and  serve  as  the  basis  or  authority  to  continue  the  design  sequence  or  stop  and 
rework  the  design. 

A2.3  A  complete  set  of  records,  verifying  design  calculations  (shielding), 
mechanical /electrical  operating  characteristics,  equipment  lifetimes,  radionuclides  to  be 
used  in  the  device,  capacity  (in  curies)  of  the  device,  proposed  operating  characteristics, 
proposed  maintenance  requirements,  etc.,  should  be  permanently  maintained. 

A3.  Prototype  Testing 

A3.1  All  new  exposure  devices  and  accessory  equipment  designs  should  undergo  a  proto¬ 
type  test  by  the  manufacturer. 

A3. 2  The  prototype  test  should  include  those  tests  that  may  be  required  to  meet  the 
regulatory  or  standards  requirements. 

A3. 3  A  detailed  record  of  the  prototype  test  parameters,  and  the  results  of  each  individual 
test  should  be  preserved  and  maintained  for  the  life  of  the  product. 

A3.4  Prototype  tests  should  be  conducted  by  qualified  personnel,  and  all  test  results  should 
be  documented  and  certified. 

A4.  Manufacturing  Control 

A4.1  Exposure  devices  must  be  fabricated  to  an  engineering  drawing  and  an  appropriate 
set  of  specifications,  which  includes  a  bill  of  material. 

A4.2  The  engineering  drawing  and  specifications  must  list  all  pertinent  dimensions, 
material  specifications,  tolerances,  in-process  testing,  and  required  fabrication  techniques. 
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A4.3  An  assembly  work  order,  or  traveler,  should  be  maintained  for  each  exposure  device 
or  “lot”  of  devices  to  be  manufactured  at  one  time.  The  work  order  should  include  all 
pertinent  fabrication  records  such  as  materials  used,  fabrication  techniques  and  processes, 
and  in-process  inspection  and  tests  performed. 

A4.4  Equipment  and  Procedures.  The  manufacturer  should  have  written  procedures  for 
welding,  nondestructive  testing,  heat  treating,  destructive  tests,  and  other  inspections 
performed  on  the  product. 

A4.5  Personnel  Qualification.  The  manufacturer  should  only  use  personnel  who  have 
been  appropriately  trained  and  qualified  to  perform  the  various  fabrication  or  inspection 
techniques. 

A4.6  Materials  Control.  All  incoming  material  and  components  should  be  receipt 
inspected  to  assure  they  adequately  meet  the  requirements  of  the  specification  or  drawing. 
The  materials  control  program  should  provide  traceability  of  major  components  of  the 
assembly  such  as  vendor-fabricated  shields,  lock  boxes,  drive  assemblies,  drive  motors,  gear 
boxes,  etc. 

A4.7  Product  Conformance 

A4.7.1  The  manufacturer  should  establish  acceptance  criteria  for  each  model  or  style  of 
device  manufactured.  The  acceptance  criteria  should  include  manufacturing/workmanship 
levels  of  acceptance,  in  addition  to  tests  or  inspections  that  assure  that  the  production 
device  is  built  according  to  engineering  specifications  and  performs  equivalent  to  the  proto¬ 
type. 

A4.7.2  Items  which  are  nonconforming  and  fail  to  meet  the  acceptance  criteria  should  be 
identified  and  segregated.  A  procedure  for  performing  rework  to  bring  the  item  back  into 
conformance  should  be  established. 

A5.  Product  Assurance  Manual 

A5.1  A  Product  Assurance  Manual  should  be  developed  and  maintained  by  each  manufac¬ 
turer  of  gamma  radiography  systems.  The  manual  should  contain  procedures  or  reference 
procedures  covering  each  facet  of  the  Quality  Program.  Areas  that  should  be  covered  are: 
Nondestructive  Testing  Procedure,  Nonconforming  Items  Control,  Equipment  Calibration, 
Quality  Organization  and  Policy,  Internal  Audits,  Welding  Procedures,  Fabrication 
Procedures,  Personnel  Qualification  Procedures,  Materials  Selection,  and  Control 
Procedures. 

A5.2  All  personnel  involved  in  the  manufacture  of  gamma  radiography  systems  should 
have  ready  access  to  the  Product  Assurance  Manual. 
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